Closure of a high ventricular septal defect after transcatheter aortic valve implantation with an atrial septal occluder-hybrid treatment for a rare complication.
A patient with porcelain aorta underwent transcatheter aortic valve implantation with a self-expandable prosthesis for severe aortic stenosis. After postdilatation trace paravalvular regurgitation was accepted. 10 weeks later the patient returned with complete heart block and underwent pacemaker implantation. A new heart murmur prompted further investigation. A ventricular septal defect from the left ventricular outflow tract into the right ventricle was detected. It was successfully closed under direct surgical visualization and total cardiopulmonary bypass in an aortic no touch approach. Closure was accomplished with a percutaneous Amplatzer-PFO-occluder. Functional result was excellent.